Increased prevalence of significant tricuspid regurgitation in patients with transvenous pacemakers leads.
Transvenous pacemaker leads are associated with an increased prevalence of tricuspid regurgitation. This hemodynamic derangement should be considered as part of the clinical cost and complications of permanent pacemaker implantation.